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The -///?- Microwave Reflectometers 



EVER since directional couplers were de- 
veloped, engineers have been interested in 
using them in reflectometer systems as a means 
for investigating microwave impedances. Com- 
pared to slotted line methods, such reflecto- 
meters offered several advantages, the most 
attractive being that measurements could be 
made very rapidly over wide frequency ranges. 
If desired, these measurements could be dis- 
played on an oscilloscope tor convenient exam- 
ination. 

Only infrequent use has been made of re- 
flectometers, probably because the accuracies 
actually obtained in practice did not compare 
with the accuracies obtained with the slotted 
line method. The principal reason for poor 
accuracy was that the high directivities neces- 
sary in the reflectometers 1 directional couplers 
were obtained only over narrow frequency 
ranges if at all. 

Development of the -hp- multi-hole direc- 
tional couplers, which have high directivities 




Fig. 1. Reflectometer set-up being used for making rapid measurements of 
reflection coefficient magnitude over 8<2^10 k Horn egac yd e frequency range. 
Such a reflect omelet competes with slotted lines for accuracy in measuring 
snijll reflections, is much faster to use over wide hand widths, is thus better 
adapted to production applications. 



over the complete usual frequency range of a 
wave guide, has renewed interest in the re- 
tlcctometer system. This interest, combined 
with the response to a reflectometer system 
described in an earlier issue, 2 has prompted 
development of a number of new -hp- equip- 
ments to make available a reflectometer whose 
accuracy when measuring small reflections is 
comparable to that of slotted line sections and 
whose speed allows investigation of reflection 
coefficient over wide frequency ranges in a 
few seconds* time. Further, the visual presen- 
tation obtainable enables non-technical per- 
sonnel to make microwave impedance investi- 
gations on a basis suited to production work. 
-hp- equipments are now available to form 
microwave reflectometers for the 8.2—10 kmc 
and 2.6—3*95 kmc frequency ranges. These 
systems (Fig. 1) consist basically of two pre- 
cision directional couplers which feed samples 
of the incident and reflected voltages to separ- 
ate detectors. The outputs from these detectors 
are applied to a new instrument, 
the -hp- Model i 1 6 A Ratio Meter, 
which automatically measures and 
displays the magnitude of the 
ratio of reflected to incident volt- 
age, i.e., the magnitude of the re- 
flection coefficient of the device 
being measured, If a visual pres- 
entation of the measured reflec- 
tion coefficient is desired, the Ratio 
Meter can be connected to a d-c os- 

i£. F. Barnett and /. K. Hunt on, VI Pre- 
cision Directional Coupler Using Multi-Hole 
Coupling 1 f Hewlett-Packard Journal. VoL 3. 
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Fig. 3, Typical scope pal tern obtained 
uhen using reflectometer with oscillo- 
scope. Abate pattern shows measured 
reflection coefficient in percent over 8,2— 
10 kmt range, 

cilloscupe with a long- persistence 
screen to obtain a presentation such 
as that shown in Fig. 3. 

At present, the re flee to meter for 
the 8*2—10 knic range uses silicon 
crystals in broadband mounts as de- 
tector elements, while the reflecto- 
meter for the 2.6—3.95 kmc range 
uses barretters in broadband mounts 
as detectors. Since barretters offer 
advantages over crystals in reflecto- 
meter applications in that their 
characteristics are more nearly 



SUMMARY 



T"ihe sa/fenf features of the reflecfemefef me 
Summarized as follows: 

1. Refine to meters ore available to measure 
the magnitude of reflection coefficients rapidly 
and with good accuracy over the 8.2—10 kmc 
and 2.6 -3,95 kmc frequency ranges. The 
method h most practical far measuring reflec- 
tion coefficients of up to approximately 0.5 
(VSWR'i of 3:1} bat con be used with reduced 
accuracy to measure complete reflection. 

2. When the reflectometer is calibrated with 
a short, accuracies of within approximately 

0.02 can be obtained for reflection coeffi- 
cients of 0.1 IVSWR of 1,221. For reflection 
coefficients of 0,4 'VSWR of 2.3} accuracies of 
within approximately 0.04 (VSWR of T .0B 
con be obtained. 

3. By suitably compensating reiidual signals 
at any one frequency with a slide-screw tuner 
and the Ratio Meier "Set to Full Scale" control, 
accuracies of within better than approximately 
— 0,005 con be obtained at that frequency. 

4. Twenty and ten db directional couplers 
are recommended for the forward and reverse 



ihod for measuring reflection coefficient can be 

positions, respectively, because these values 
accommodate power levels commonly available 
from signal sources. Higher accuracies will be 
obtained, however, if two 20 db couplers can 
be used, 

5. The error figures cited are the worst pas- 
sible error. Because this error consists of the 
sum of teveraj smaller errors which can have 
any phase relation, mast measurements will be 
made with somewhat better accuracy than the 
figures cited. 

6, Reflection coefficient is a vector quantity 

n, = c'* The reflectometer measures the mag- 



nitude of this quantity 



Reflection coeffi- 



cient magnitude is related to V$WR crs follows: 
VSWH 1 
1 V5WR- 1 
7. The phase of reflection coefficients can 
be measured through use of special techniques. 
Information an haw to make phase measure 
meats can be furnished on request. 



square- law, development of broad- 
band barretter mounts for the 8.2— 
10 kmc range has been initiated. 
Reflectometer equipments for other 
frequency ranges are also in final 
development, 

OPERATION 

The signal for the reflectometer 
must be amplitude- modulated ac a 



1,000-cps rate (usually with a square 
wave), since the voltage- indicating 
system in the Ratio Meter is de- 
signed for a 1,000-cps (—40 cps) 
frequency. In addition, for rapid 
broadband investigations, the Signal 
should be swept over the range of 
interest and should provide a cor- 
responding sweep voltage for the 
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LOAD REFLECTION COEFFICIENT 

Fig. 4, At curacy obtained uttb rejhcto- 
m tf er o n i u tpt- fret/ u § u i y o p erat W n after 
calibration and on single-ftecfuency opera- 
tion after minimizing residual signal*. 

horizontal deflection system of an 
oscilloscope. 

Power from the source flows down 
the main arms of the two couplers 
(Fig, 2) and impinges on the load. 
The power split off by the 20 db 
forward coupler is all passed to the 
forward detector, since the directiv- 
ity characteristic of the multi-hole 
directional couplers prevents any 
but a negligible amount of the split* 
off power from turning back and 
being absorbed in the coupler's in- 
ternal termination. The power split 
oil the incident wave by the 10 db 
reverse coupler, however, is essen- 
tially all absorbed in that coupler's 
Internal termination because of the 
reversed direction of connection of 
that coupler (Fig. 2), 

If the magnitude of the reflection 

coefficient 2] of the load is, saw 0.1. 

10'V of the incident voltage will be 
reflected back toward the source. As 
this reflection passes back through 
the main arm of the reverse coupler, 
a 10 db split occurs and is applied 
to the reverse detector. The remain- 
der of the reflection will proceed 
back toward the generator where it 
will be absorbed in the generator 
impedance and in the termination 
in the forward coupler. 

If the voltage component of the 
initial incident wave in the above 
example is assigned an arbitrary 
value of db, the voltage level at 
the forward detector will have a 
value of — 20 db. If the load's reflec- 
tion coefficient is then 0,1 (20 db), 
the voltage level at the reverse de- 



tector will theoretically be —30 db. 
In practice, this level will be some 
0.5 db low because of the power 
split from the incident wave by the 
forward and reverse couplers, liven 
more significant, though, * s the fact 
that the level at the reverse coupler 
should be — iO db for the above ex- 
ample, since the assumed reflection 
coefficient was 0*1 and the level at 
the forward detector is —20 db. 
This 10 db discrepancy arises be- 
cause the coupling values of the mo 
directional couplers differ by 10 db. 
lioth this discrepancy and the 0.5 db 
loss are very simply corrected by the 
calibration process described later, 

Since the forward and reverse de- 
tectors consist of barretters or silicon 
crystals operated at low levels, they 
have a square-law characteristic. To 
preserve the true ratios of the for- 
ward and reverse voltage compo- 
nents at the outputs of these detec- 
tors, the Ratio Meter is calibrated 
on a square* law basis. This calibra- 
tion a 1st) permits the Ratio Meter to 
be used, if desired, as a direct- read- 
ing indicator with crystal detectors 
in slotted line set-ups. 

CALIBRATION AND ACCURACY 

In principle the re flee to meter 
method is superior to the slotted 
line method for measuring small re- 
flections, because it measures the 
ratio of two quantities of dissimilar 
magnitude; [reflected voltage] -^ 
[incident voltage). By comparison, 
the slotted line method, at least for 
the important case of small reflec- 
tions, measures the ratio of two 
quantities of similar magnitude: 
[incident voltage -f- reflected volt- 
age} — [incident voltage — reflected 
voltage]. In this case a small error 
in either quantity results in a rela- 
tively large error in the calculated 
value of reflected voltage or reflec- 
tion coefficient. Further, the re flee to- 
meter is insensitive to changes in 
generator output level, changes that 
can cause relatively large errors in 
slotted line measurements when 
mea Miring low reflections. 

While there are a number of pos- 
sible errors in reflectometer svstems, 




Fig, 5. Typical scope pattern ohtatnal 
when calibrating re flu torn iter tilth a 
d>ort (1W, \ refaction). Ripple §m pattern 
an largest ubut miasm trig largv tt flec- 
tions ,bt come \mall uhin mi a wring small 
reflection?* 

these are corrected b\ the calibration 

procedure to achieve an over-all ac- 
curacy on small reflections compara- 
ble to that of precision slotted lines. 
In specific terms the reflectometer 
system of lig. I, when calibrated, 
will give accuracies of reflection co- 
efficient within + 0.02 (VSW1 
1,04 > for loads of 0,1 reflection co- 
efficient (VSWR = 1.22), Lower re- 
flection loads will give accuracies 
approaching 0.01 reflection coeffi- 
cient (UK VSWR), 

To simplify the calibration proc- 
ess, the Ratio Meter is provided with 
two controls. One of these is an 
"'Excess Coupler Loss" switch which 
changes the gain in the incident 
channel by 10 db. This com pen sates 
for the difference in coupling values 
when 20 and 10 db couplers are used 
in the reflectometer. The second con- 
trol is a "Set to Full Scale" control 
which adjusts the gain of the inci- 




F t£ , & "/ y pit al 1 1 fj pe pat t em o h iai n t it 
abiu lou -reflection 914 A moving load 
is connected to the reflectometer, Reflec* 
tion coefficient of mot in g load itsilf i$ not 
nif/n than ",f J S at any /ru/wtw* v. W 9ft tH 
in i 1 -tit i totnett r i an m seen to be less than 
o.ifi at any f ret/uenc y * 
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Fig. 7* iypnal oscilloscope pal tern ob- 
tained when using Model X91.6 series 
st a n dard nft t .tttn/t\ to provide a known 
reflecti on. Fat Urn shown is from an 
X916M2&& reflection, 

dent channel over a small range to 
compensate for the 0.5 db of power 
lost through splitting by the direc- 
tional couplers. 

The calibration process itself con- 
sists simply of setting these two con- 
trols for a Ratio Meter reading of 
100''; while a short is connected to 
the output of the re flee to meter. Since 
the reflection coefficient of the short 
( L 00 or 1 Q09£ * i* known, ad justing 
the "Set to Full Scale" control re- 
moves most t>f the errors. The actual 
accuracy obtained is a function of 
the reflection coefficient of the load 
being measured as shown in Fig. i 
and described later. 

When a reflectometer system is 
calibrated with a short, an oscillo- 
scope presentation like that in Fig, 5 
will be obtained. Although the fact 
that the pattern is not a smooth, 
straight line may be disturbing at 
first glance, it should be noted that 
the ripples and curvature are a re- 
sidual error analogous to the resid- 
ual error in slotted lines. Further, 
the ripples are much larger when 
measuring a large reflection coeffi- 
cient (as is done when calibrating), 
than when measuring small reflec- 
tion coefficients for which the re- 
flectometer method is recommended. 
Thus, the fact that the ripples are 
relatively large should be ignored 
w r hen calibrating with a short. The 
"Set to Full Scale" control should 
be adjusted so that the ripples fall 
equally above and below the 1000* 
value; and this will give the accuracy 
show T n for swept- frequency opera- 
tion in Fig. 4. 



Tb clarify further the point that 
ripples diminish w T hen measuring 
small reflection coefficients, Fig. 6 is 
offered. This oscillogram shows the 
same residual ripple error illustrated 
in Fig, 5 as that error exists when 
measuring very small reflection co- 
efficients* To make the oscillogram 
of Fig T 6, a low reflection load of 
about 0,00^ was connected to the 
system, and it can be verified that 
the accuracy indicated by the swept- 
frequency curve in Fig. 4 is obtained. 

The ripples obtained Avhen cali- 
brating are caused by small residual 
Spurious signals which combine in 
random phase relations. The slight 
slope in Fig, 4 is caused by slight 
differences in thedetector frequency 
characteristics and by differences in 
the coupling characteristics of the 
directional couplers. Slope is a con* 
stant-percentage type effect, while 
spurious signals usually reach a defi- 
nite limit, which can be compen- 
sated at any single frequency but not 
over a wide frequency range, 

CALIBRATING WITH STANDARD 
REFLECTIONS 

Another method for calibrating a 
reflectometer involves the use of 
"standard reflections". Although this 
method is not as accurate as call- 
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Fig, 8. Diagram illustrating the three re- 
si dual signal* in reflectometer. (h) above 
is fa} redrawn to show relative rotation 
&f rectors, fc) shows how taking arith* 
mettc mean of maxim urn and minimum 
reading* gives approximate value of de* 
sired reflection p, . 
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Ft£, 9. Sum of three residual signal*- tts ,/ 
j unit inn of loads reflection toettunnt. 

bracing with a short at the proper 
r-f level, it is faster for some appli- 
cations. 

The standard reflections consist 
of sections of undcrsize wave guide 
whose dimensions are accurately 
held to gi\ r ^ known values of re flee* 
tions. These reflections, the Model 
X916 series, have been designed for 
the S T 2— 10 kmc reflectometer to give 
reflection values of 0.00, 0.05, 0.10, 
(US, and 0.20. 

When used with the retfeciometer, 
the reflections provide a line ( I ig. 7 > 
equal to the value of the reflect inn 
used. This line can be used as a go— 
no go" mark when checking reflec- 
tion coefficients of a number of 
similar devices. The use of standard 
reflections is thus particularly suited 
to production applications where 
non- technical personnel may be us- 
ing the equipment. 

SINGLE FREQUENCY MEASUREMENTS 
OF SMALL REFLECTIONS 

When using a reflectometer on a 
wide-band basis, it often becomes 
desirable to investigate the reilec* 
don coefficient of the device being 
measured in more detail in the vicin- 
ity of a narrow frequency range, 
Usually, this situation occurs when 
the wide- band measurements indi- 
cate that the performance of the de- 
vice being measured is marginal 
over a narrow range. 

To investigate these situations, the 
accuracy of the reflectometer can be 
made very high by using special 
measurement techniques. These 
techniques consist of minimizing the 
small residual signals that can exist 
in a reflectometer as well as in nearly 
any measurement system. Those ac- 
customed to minimizing the residual 
signals in slotted line systems will 
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Pig. 10, M^i </j0.4 adjustah/t short 
connected to output of reflectometer. 

recognize the similarity of re flee to* 

meter techniques in this respect to 
plotted line techniques. 

It can be shown that the residual 
signals in the re flee to me ten whether 
those thai arrive at either the for- 
ward or reverse detector, can ail be 
made equivalent to an error signal 
at the reverse detector. This error 
signal can he divided into three 
parts: 

(a) a Mgn.i Liustfd hy imperfect 
directivity in the reverse coupler, 

(b) a signal p*JBj which is proportional 
to the reflection coefficient of the 
load hein^ measured, and 

£c) a signal IL which is proportional 
Co the square of the reflection co- 
efficient of the load being measured. 

These signals are diagrammed in 
vector form in Fig. 8. 

At a single frequency it is possible 
to compensate almost exactly for 
these three signals. For example, the 
directivity signal 1: , . can be com- 
pensated by inserting a slide- screw 
tuner just beyond the reverse cou- 
pler and setting up an equal and 
opposite cancelling signal. The sig- 
nal p^E } which is proportional to 
the load's reflection coefficient can 
be compensated by proper!) adjust- 
ing the "Set to Full Scale" control 
on the Ratio Meter while a unity- 
reflection adjustable short is con- 
nected to the system. If this signal 
is compensated for a 100'; reflec- 
tion, it will be compensated for all 
other reflection values (at that fre- 
quency K since it is proportional to 
the reflection coefficient of the load 
being measured. The third error 
signal E-, beta use it is proportional 
to the square of the load's reflection 
coefficient, will become insignificant 
when measuring small reflections 
(Fig. 9>. 



To examine in detail how these 
residual signals are compensated, 
consider first the signal jn r .£ ! which 
is proportional to the load's reflec- 
tion coefficient. This signal by its 
nature adds directly to the signal p& 
which is the desired reflection to be 
measured. To be able to compensate 
for [>|Ej, it is first necessary to iden- 
tify the magnitude of Em, + Ej and 
thus isolate it from p L + pxUi- This 
can be done by connecting an ad- 
justable short at the Output of the 
reverse coupler tFig. 10), As the 
short is moved, the phase of all 
but the directivity signal will be 
changed. This is equivalent to rotat- 
ing the two vectors f n \ pjJRi and E- 
in Fig. 8. Since vector E L > is related to 
/jj - however, it will rotate twice as 
I im as vector pj | ptMu which is re- 
lated merely top] . This circumstance 
will allow the value of pL+fH-Bl to be 
determined almost exactly by taking 
the arithmetic mean of the maxi- 
mum and minimum readings ob- 
tained on the Ratio Meter as the 
short is moved. To compensate for 
residual error /#i.Ei, then, it is only 
necessary to set the meter pointer in 
the Ratio Meter so that a 100$ 
reading (total reflection) occurs mid- 
way between the pointer excursions, 
I:rror signal prf&i will then have been 
essentially eliminated because the 
reflection coefficient of the short 
(100*%) is known and because the 
meter pointer has been set to that 
value. The remaining meter excur- 
sions are caused by li , and Ea and 
can be compensated as follows: 

To tune out the directivity signal 
E . the adjustable short should be 
removed and replaced as dia- 
grammed in Fig. It with a slide- 
screw tuner and moving load which 
has a very small reflection coeffi- 
cient. With this arrangement two 
signals will be present as shown in 
the vector diagram of Fig. 12. First* 
the (usually larger) directivity sig- 
nal l\ will occur, and secondly, a 
smaller reflection E L will occur from 
the moving load and will change in 
phase as the load is moved. The sig* 
nal H_. will not be noticeable since 
it is dependent on the square of 
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Fig. 11. Model 870 A slide-screw tuner 
and 914A moiing load connected to out- 
put of reflectometer. 

the load's reflection coefficient and 
since the reflection coefficient of the 
91 4 A moving load is very small. 

The technique of tuning out the 
directivity signal is to adjust the 
slide-screw tuner so that minimum 
variation of the Ratio Meter pointer 
occurs as the load is moved. If this 
adjustment is made carefully, the 
Ratio Meter pointer can be made 
almost completely free from varia- 
tion, If both signals should happen 
to be very small at a particular fre- 
quency, the pointer will drop into 
the noise region of the Ratio Meter 
where any variations will be so small 
as to be insignificant. When meter 
pointer variation is minimized, the 
directivity signal B*j T will have been 
almost completely compensated. 
Since signal p L Ej has already been 
compensated and signal Ej naturally 
becomes very small, the residual 
error in the reflectometer will ordi- 
narily be very small Hess than about 
0.005 or a VSWR of 1,01), 

When the "Set to Full Scale" con- 
trol and the slide-screw tuner have 
been adjusted in the foregoing man- 
ner, the reflectometer is ready to 
make its most accurate measure- 
ments. It should be noted, however. 




Fig. 12. Reflection £, yf from slide-screw 

tuner cmftiJS directivity signal E. ![r so that 

anly 0*005 or less reflection from 914A 

moving load remains. 



)Copr. 1949-1998 Hewlett-Packard Co. 



thai the system will be flat only at 
a single frequency. 

So far the error contributed by the 
Ratio Meter itself has not been dis- 
cussed. Ratio Meter error, however, 
is so small that it can be included 
in the 0.005 tolerance given above. 
The Ratio Meter is rated as being 
accurate within V , of full scale, so 
that on the lowest <_V.'; ) range Ratio 
Meter tolerance is only 0.0009* 

EQUIPMENT CONSIDERATIONS 

For most accurate wide-band use 
of a reflectometer, a number of con- 
siderations apply to the equipments 
which are used as the components of 
the re flee to meter. These considera- 
tions are discussed below. 

SIGNAL SOURCE 

The signal source, as discussed 
earlier, must be square-wave modu- 
lated at a rate of 1,000-cps and must 
be swept at a Jow rate for wide- band 
use. To avoid obscuring narrow- 
range phenomena or fine structure 
in the plot of / J( , -vs. frequency, the 
sweep rate should not exceed about 
2—3 cycles per second. 

Power provided by the signal 
source should be not less than about 
J milliwatt (0 dbm>. This require- 
ment occurs because, when measur- 
ing small reflections in the order of 
\ f " t with a dbm signal, the power 
level into the reverse detector will 
be in the vicinity of Su dbm. The 
output of the detector for such an 
input is approximately 1 microvolt, 
close to the noise level in the sys- 
tem, It further happens that levels 
of approximately dbm offer ad- 
vantages in the accuracy obtained 
when calibrating with crystal de- 
tectors, as will be described later. 

The power should be supplied 
from a reasonably well matched 
source to minimize reflections from 
the source. The type 670 oscillator 
indicated in the diagrams has a 
maximum output of approximately 
- 10 dbm to provide a margin for 
isolating the source impedance with 
a 6-10 db pad, 

DIRECTIONAL COUPLERS 

Directional couplers have three 
characteristics that are significant in 



reflectometer use. First, there is the 
directivity characteristic of the cou- 
plers. This is the ratio of the power 
flowing in the forward direction in 
the auxiliary arm of the coupler to 
the power flowing in the reverse 
direction when power is only flow- 
ing m the forward direction in the 
main arm. In the -hp~ multi-hole 
couplers, this ratio is at least 40 db. 
In fact, at most frequencies the ratio 
h 46 db (0*596 voltage- wise) or more. 
As mentioned earlier, it is the high 
directivity of these couplers over a 
waveguide frequency range that 
makes the reflectometer system prac- 
tical. The 40 db directivity can con- 
tribute a small error in swept opera- 
tion, bur this can be compensated 
at fixed frequencies, as described 
earlier. The error in swept opera- 
tion is included in that shown in 
Fig. 4. 

The second characteristic of direc- 
tson.il couplers is only of passing 
interest in reflectometer usage, be- 
cause it is accounted for in the cali- 
bration process* This characteristic 
\\ the accuracy of the mean coupling 
over the frequency range of the 
system. The couplers are rated as 
being accurate in this regard within 
0.-* db, but any iaaccuraC) is com- 
pensated when the "Set to Full 
Scale" control on the Ratio Meter 
is adjusted during the calibration 
procedure. 

The third coupler characteristic 
that affects the reflectometer is the 
variation in coupling as a function 
of frequency. More specifically, if 
the difference in coupling between 
the two couplers is not constant 
with frequency, the pattern ob- 
tained on the oscilloscope will have 
a slope, If significant, this slope 
will be noticeable in the calibration 
process and can be corrected by ap- 
plying to the measured value a fac- 
tor which is the inverse of the slope 
error. 

CRYSTAL DETECTORS 

Crystal detectors, which are the 
type of detectors presently used in 
the 8.2—10 kmc reflectometer, have 
three characteristics that are of tm- 
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Fig, 1 3 ► i y ffical * qua re-la n ' ch aracterh t ic 
of XJ21A crystal detect or with selected 
buUt-m load resistance. Since small hut 
significant dm tat ton from true square-Ian 
characteristic occurs at let' elf above about 
-5 dbm. calibration at lower ieiels tt 
recommend id. 

portance in reflectometer use. First 
is the accuracy of the square- law 
relation of the crystals, Le., the line- 
arity between input r-i power and 
output audio voltage from the de- 
tectors, The -hp- Mode! X421A 
Waveguide Crystal Detector Mounts 
indicated in Fig, 2 are specially de- 
signed to achieve minimum devia- 
tion from an accurate square* Law 
characteristic. To achieve this, the 
resistive load for the crystals is in- 
corporated into the mounts and is 
selected to obtain minimum square- 
law deviation, as indicated by the 
curves in Fig. 13. By selecting load 
resistances, the deviation of the de- 
tectors from a true square-law char* 
acteristic is held ro less than + 1 db 
for an input range from dbm to 
noise level. 

The error introduced into a meas* 
u re mem because of detector varia- 
tion from square- law is a function 
of the power level applied to the 
detector when the system is cali- 
brated. This error is plotted in Fig, 
14. From this curve it will be seen 
that it is desirable to operate the 
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reverse detector at levels no higher 
than —10 to —5 dbm when calibrat- 
ing. If a 10 db coupler Is used in the 
reverse position, this requirement 
will mean that the output from the 
signal source should not exceed ap- 
proximately to +5 dbm. The error 
contributed by detector characteris- 
tic variations will then not exceed 
approximately 0.0G5 for low values 
of reflection coefficients. 

The second characteristic of crys* 
tal detectors that influences their use 
in reflecto meters is the input VSWR 
of the mounts. If the mounts are not 
a perfect match for the system, some 
of the power applied to a mount will 
be reflected. This will lead to small 
spurious signals in the reflecto meter. 
The effect of these is included in 
Fig. 4. 

The third significant characteris- 
tic of detectors is their rectification 
efficiency as a function of frequency. 
This characteristic is similar to the 
frequency variation in coupling in 
directional couplers in that it is 
deviations from a constant differ- 
ence in rectification efficiency that 
are of significance. Such deviations 
in detector characteristics also lead 
to a slope in the oscilloscope presen- 



tation. To minimize such slope, the 
Model X421A detector mounts are 
available in matched pairs when 
intended for reflecto meter use. 

BARRETTERS 

When used as detector elements 
for the reflecto meter, barretters are 
subject to the same three considera- 
tions as crystals, i.e. t accuracy of 
square* law characteristic, input 
VSWR, and rectification efficiency 
with frequency* In each of these 
respects, however, barretters are 
usually superior to crystals. For this 
reason broadband barretter mounts 
have been developed for the 2.6— 3*95 
kmc reflectometer and are being de- 
veloped for other microwave ranges. 

Since barretters require biasing 
power to raise their resistances to 
convenient levels, later models of 
the 4l6A Ratio Meter are provided 
with a special jack on the back of 
the instrument for supplying bar* 
retter bias current. This jack is ar- 
ranged to operate with two *hp- 
AC-60K Matching Transformers to 
supply 8.75 ma ±10Cf to barretters. 
The Matching Transformers also 
serve to match the barretters to the 
Ratio Meter signal input jack. 



ADJUSTABLE SHORT 

Since the adjustable short is used 
for calibration purposes, it is as- 
sumed that it has a reflection CO* 
efficient of LOO (total reflection). 
The Model 920A short indicated in 
the diagram has a loss of less than 
0*01 db over that of a carefully- 
constructed fixed short. This loss is 
equivalent to that encountered in 
only a few inches of waveguide. The 
error introduced by this loss is thus 
too small to he noticed, even in the 
highest-accuracy measurements. 

MOVING LOAD 

The 91 tA moving load consists of 
a flat termination mounted in a sec- 
tion of wave guide and provided 
with an extension rod for moving 
the termination* The termination 
has a small reflection of not more 
than 0,005 so that it is well-suited 
to checking the reflectometer. 

OSCILLOSCOPE 

For reflectometer use* an oscillo- 
scope must be direct -co up led because 
of the low- frequency sweep rates em- 
ployed. In addition, a long- persist- 
ence crt is desirable. 

— /. fC, Hunt on and 
V L, Puppas 
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MODEL 717A 

KLYSTRON POWER SUPPLY 

BEAM SUPPLY: 

VOITAGE RANGE 800 fo 1,000 volts. 
CURRENT 25 ma, maximum, 
REGULATION a F or constant load, less than 
■ 0.1 °c output voltage chonge for — 30^o 
variations from 115-volt line. :bi Less than 
±1% auiput volloqe change for aufp-j* 
currents from to 25 ma. 

HUM Less than 10 millivolts. 
REFLECTOR SUPPLY.- 

VOLTAGE RANGE: to 600 volts in 3 ranges; 

0-300, 200 400, 300 600 volts, 
CURRENT: 1 ma maximum; source resistance 

approximately 300 K ohms. 
REGULATION: For con stent load, less thon 

lzO.05% change for -^10% variations fro.Ti 

1 15-voh Hne, 

HUM- less ihon 10 millivolts, 

SQUARE WAVE MODULATION; a, Amplitude 
adjustable to 60 volts peak-to-peak. b 
Rise and decay times less then 10 micro- 
seconds. It) Frequency adjustable from 400 
la 1,000 cps, 

SINE WAVE MODULATION FOR FM m Q: □ 
Amplitude adjustable from to 300 volts 
pea It -co- peak, b Frequency: line *oliuge 
frequency. Tel Oscilloscope horizontal 
sweep voltage; 15 volt* peak- tcpeok. 
phase odjusiable ±45" with respect io 
modulating voltage, 
EXTERNAL: Terminals available for applying 
external modulating voltage. System will 
pass 3 microsecond pulses, 



SPECIFICATIONS 

GRID SUPPLY. 

VOLTAGE RANGE: to +30 volts, open cir- 
cuit, referred to cathode potential. 
SQUARE WAVE MODULATION: a, Amplitude 
adjustable to 60 volts peak-to-peak b 
Rise and decay times less than 10 micro- 
seconds, c Frequency adjustable from 400 
io 1.000 cps. 

EXTERNAL Terminals available far applying 
external modulating valtage. System will 
poss 3 microsecond pulses, 

FILAMENT SUPPLY 6 3 raits at., 2 amps. 

CONNECTORS (a) "Oscilloscope Outpu- 
and "External Modulation," flNC Type. 
b- Klystron voltage*. 6 standard hn ter- 
minals, see "Accessoriei Furnished" below. 

POWER SUPPLY: 115 230 rolts - 10-*, 50 60 
cps, approximately 150 watts. 

SIZE 7 wide, 10H high, TS deep. 

WEIGHT: 34 tes., shipping weight approxi- 
mately 85 lbs. 

ACCESSORIES FURNISHED: Output cable, 
matching panel jack one end, other end 
terminated in plug for -hp- 670 series SHF 
Oscillator. 

PftfCE- hp- Model 71 7 A Klystron Power Sup- 
ply S275 00. 



-hp- 

MODEL 670HM 

SHF OSCILLATOR 

FREQUENCY RANGE. 7,0 kmc to 10.0 kmc 
OUTPUT POWER: Approximately 10 mw entire 

frequency range. 
ATTENUATOR RANGE 100 db. 



MODULATION: fa] Grid Modulation For opti- 
mum swept -frequency performance. (b) 
Reflector Modulation far optimum single- 
frequency performance, Modulating *ignal$ 
must be provided from external source (nor- 
mally the -hp- 71 7A Power Supply , Pulses os 
short as 3 microseconds can be produced. 

MECHANICAL SWEEP: Fully adjustable to cover 
any 10% or larger portion of the 7,0 kmc to 
10.0 kmc spectrum. Sweep rate approximate- 
ly 12 To 60 complete cycles per minute de- 
pending on swept frequency range. (Special 
sweep rates available at additional charge." 

SWEEP VOLTAGE PROVIDED Linear voltage pro- 
portional to mechanical sweep, ; Approxi- 
mately 50 volts change provided for 7 to 10 
kmc swept frequency range. 

CONNECTORS; to) Coaxial Type N on Panel for 

r-f output, b Type 6NC at rear tot sweep 
voltage 'V Special connector with mating 

piece furnished for eternal power supply. 

POWER SUPPLY: Operates from 115 v, 50 60 cps. 
25 watt source. Also requires external sup- 
ply such as -hp- Model 717A Klystron Power 
Supply which will provide 1 000 volts, 20 
mo; to 600 volts, 5 ma; 6.3 volts at, 0.6 
amp. 

KLYSTRON TUBE Raytheon 5721. | Supplied with 

instrument, 
ACCESSORIES FURNISHED: Power cable. 

ACCESSORIES AVAILABLE, -hp- AC-16Q 6 RF 
Cable $12.00. 
*hp^ ACJ6D 44 Video Cable $2.65, 

PRiCE. hp- 670HM SHF Oscillator, Cabinet 
Mount. $850.00. Can be obtained without 
sweep motor for manual Operation at 5750. 
Specifications continued nexl page 
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MODEL 670SM 
UHF OSCILLATOR 

Similar to Model 670HM described above except 
covers frequency range from 2.6 lo 3.95 kmc. 

PRICE: -Zip- 670SM UHF Oscillator, Cabinet 
Mount, Si ,000.00. (Can also be obtained 

without 5>ve?p motor for manual operation 
at S900-00) 

-hp- 
MODIl 416A 
RATIO METER 

METER PRESENTATION; [a\ As a Reflect a me ten 
Percent reflection 'magnitude of reflection co- 
efficient). Four ranges, full scais values of 
100%, 30%, 10%, 3% reflection. (L00, 0.30, 
0.10 r 0.03 reflection coefficient.) (b) As a 
VSWR indicator Voltage Standing Wave Ra- 
tio, Four ranges, 1 to 3 ( 3 to 10, 10 to 30, 
30 t© 100 VSWR. (c) Decibel scale for either 
application: to 10 db, 40 db toial, ranges 
spaced exactly 10 db. 

ACCURACY: J.3% of Full-scale value for 20 to 1 
range of incident or reference r-f power b 

CAtt&RAJtQN: Square- law, for use with Crystal 
Detectors or barretters. 

FREQUENCY: 1,000 cps 40 cps. 

INPUT VOLTAGE: Incident or Reference Channel; 
3 mv lo 100 mv rms P Reflected or Probe Chan- 
nel i 0.3 mv lo 100 mv rms. (Square- wave or 
sine-wove), 

INPUT IMPEDANCE: Approximately 75 K ohms, 
each channel. 

EXCESS COUPLER LOSS- Provision made for in- 
creasing sensitivity of the Incident Channel 
by 10 db for reflectometer setups employing 
couplers with different coefficients. Under 
certain circumstances, accuracy can be im- 
proved by this procedure. 

OUTPUT; Connectors provided for oscilloscope 
and for high impedance recorder. 

ADJUSTMENTS.- "Set to Full Scale jl control for 
initial calibration with 100% reflection, or 
a i VSWR pcuii. 

INTERNAL CHECK; "Eye" tube continuously mon- 
itors input amplitude (and frequency indi- 
rectly i to assure proper operating range for 
instrument and for crystal detectors. 

CONNECTORS: Type BNC. 

POWER SUPPLY- 115 230 volts ^10%, 50 60 
cps, 90 watts. 

5/ZE: Cabinet Mount: \tW* high, 203V wide, 
Miy deep. Rock Mounh Panel IOVj" high, 
IP" wide, 14Vj" deep. 

WflGHT; Cabinet Mount: 32 lbs r , Shipping weight 
approximately 88 lbs. Rack Mount: 28 lbs., 
Shipping weight approximately 78 lbs. 

ACCESSORIES FURNISHED; 2 -hp- AC 16K Cable 
Assemblies. Consists of 4 ft. of RG-58 U 50 
ohm coaxial cable terminated on each end 
with UG-88 U type BNC male connectors. 

ACCESSORIES AVAUABLE: -hp< AC-60K Match- 
ing Transformer for/ matching two 200- ohm 
barretters to Ratio Meter input. Barretter bias 
current of 8-75 ma + 10% supplied by Ratio 
Meter, Price on request. Includes one AC-16A 
and two AC-16K Cable Assemblies, Also 
available; -hp- AC-16D Cable Assembly S2.A5 

PRfCF; -hp- Model 41 6A Ratio Meter, Cabinet 
Mount, $363,00. -hp- Model 416AR Ratio Me- 
ter, Rack Mount, S35O.D0. 

-hp- 
MODEL X382A 

PRECISION ATTENUATOR 

FREQUENCE RANGE: 6.2 - 12.4 kmc. 

WAVEGUIDE SHE; 1" x Va". 

POWER HANDLING CAPACITY: 10 wotts, aver- 
age, continuous duty. 

StlEz Length, lSVa"; Height, 7*4"; Depth, 4W* 

CALfSRATfD RANGE: - 50 db. 

ATTENUATION AT ZERO SETTING: Less than 1 
db. Calibration data available On request. 

PHASE SHIFT, Variation toss than 1° for attenu- 
ator settings Up to 40 db ^i any frequency, 

VSWR; Less than 1,15 entire range of attenuation 
and frequency, 

ACCURACY: -2% of the reading in db. or 0,1 
db, whichever is greater. Includes calibra- 
tion error plus frequency error. 

WEIGHT; 5 lbs. net; 19 lbs. shipping. 

PRICE: hp- Model X382A Precision Waveguide 
Attenuator 5250.00. 
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MODEL X421A 

WAVEGUIDE CRYSTAL DETECTOR MOUNT 

FREQUENCY RANGE: 8-2 kmc to 12,4 kmc. 

SENSITIVITY: Approximately 1 mv 0.01 mw [av- 
erage value). 

VSWR; Less than 1 .5 entire frequency range. 

FREQUENCY RESPONSE: Flat within +2 db entire 
frequency range, 

SQUARE-LAW CHARACTERISTIC: Within ±1 db 
over 40 db range for maximum input power 
less than 1 mw, 

MATCHED PAIRS: When X421A's ore ordered os 
"matched pairs," tolerance on frequency re- 
sponse and square- law characteristics com- 
bined, but excluding basic crystal sensitiv- 
ity, is held to within :£! db for the pair. 

DETECTOR ELEMENT: 1 N26 Silicon Diode. 

VIDEO LOAD: Optimum value video-load resis- 
tor selected and installed for crystal detector 
supplied. 

WAVEGUIDE SIZE. V* * W% flat cover flange. 

OUTPUT CONNECTOR. Type BNC, 

REPLACEMENT CRYSTAL: Supplied with matched 
video load resistor: -hp- X421A-P5A, $15.00. 

SHIPPING WEIGHT: Approximately 1 lb. 

PRICE- -hp- X421A Waveguide Crystal Detector 
Mouni, $75.00, (Includes TN26 Silicon Diode 
and matched video- load resistor. 
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MODEL X916 

STANDARD REFLECTIONS 

Nomina/ Accuracy of 

Reflection Reflect Jon 

MODEt Coefficienr Coefficient 

X916A 0.00 +0 002 

X916& O.05 00025 

X916C 0.10 1:0.0015 

X916D 0.15 +0 0045 

VOT** O.20 -"-3.007 

FREQUENCY RANGE, 8.2 to 12.4 kmc 
WAVEGUIDE SUE: 1" x W* flot tover flcmcjes, 
SHE: I9ft" x iW x &W long. 
WEIGHT: 2 lbs., packed for shipment. 
PRICE, -hp- Model X916 Standord Waveguide 
Reflection SI 00.00. 
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MODEL S485A 

DETECTOR MOUNT 

(with barretter element) 
MAXIMUM VSWR: 1.35 
FREQUENCY RANGE: 2,60 * 3.95 kmc. 
WAVEGUIDE SIZE: 3 x IVi". 
LENGTH: 4%". 
SHAPING WEIGHT; 7 lbs. 
PRICE- SI 2500 

-hp- 

MODEL 370 

FIXED WAVEGUIDE ATTENUATORS 

Model S37Q Model X370 
FREQUENCY RANGE 

kmc r 2.60* 3.75 8.20 T2.4 

WAVEGUIDE 

SIZE 'in. 3x V2 1 nVl 

WAVEGUIDE 

TYPE: RG-48 U RG 52 U 

FLANGE TYPE; UG-53, U UG 39 U 

CALIBRATION 

FREQUENCY femci: 3,0 10.0 

PRICE: S75.00 S55.0G 

For db attenuation use suffix on Model No. 
3 db A 

6 db B 

10 db C 

20 db D 

POWER HANDLING CAPACITY: 1 watt overage, 

1 kilowatt peak. 
VSWR- Less then 1.15, full frequency range. 
ACCURACY —0.2 db at calibration frequency. 
FREQUENCY SENSITJVtTYr Less than ±20% of 
nominal attenuation wolue in db, full fre- 
quency range. 
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MODEL 375 A 

VARIABLE FLAP ATTENUATORS 

Mode/ 5 3 75 A Mode/ X375A 
EREOUENCf RANGE 

ffcmcj: 2.60 3.95 B.20-12.4 

WAVEGUIDE 

SIZE (in-): 3 n Ti T * Vi 

WAVEGUIDE 

TYPE: RG-4B U ftG-52 U 

FLANGE TYPE: UG-53 U UG -39 U 

POWER DISSIPATION. 1 wait 0.5 wort 

PRICE. SI 10.00 S50.00 
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MODEL 752 

DIRECTIONAL COUPLERS 

COUPLING: 5752C = 10 db coupling 
S752D — 20 db coupling 
X752C — 1 db coupling 
X752D — 20 db coupling 

Mode/ 5752 Mode/ X752 
WAVEGUIDE 

SIZE {in 2*V/i 1 x Via 

FREQUENCY RANGE 

(kmc): 2.e 3.95 8-2 - 12.4 

APPROX, 

LENGTH 1 in. ^ 39 15V 2 

SHIPPING 

WEIGHT (ibsj: 75 6 

PRICE: $210,00 $100.00 

DIRECTIVITY; Better thon 40 db over entire fre- 
quency ronge. 
COUPLING ACCURACY; Mean coupling level is 

within 0.4 db of specified value. 
COUPLING VARIATION; Not more thon ±0.5 db 

over frequency range. 
PRIMARY GUIDE VSWR: Less lhan 1.05 with "per- 
fect" termination. 



MODEL 870 A 

SLIDE SCREW TUNERS 

Model SB70A Model XS70A 
FREQUENCY RANGE 

(kmch 2.0-3 95 e. 20 12.40 
WAVEGUIDE 

SIZE 'in,): 3xlV2 ^xV2 
WAVEGUIDE 

TYPE: RG 43 U RG-52 U 

LENGTH; in. 9^'s 51 "2 

FLANGE TlfPE; 1>G^53 U UG-39 U 
SHIPPING 

WEIGHT (lbs,): 15 3 

PPLCEf SI 70.00 SI 25.00 
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MODEL 920A 

ADJUSTABLE SHORTS 

Mode/ S920A Mode! X920A 
FPEOUfNCr RANGE 

feme 2.60 - 3,95 S.20 ■ 12.40 

WAVEGUIDE 

SIZE <" m .]: 3*1V 3 1 x 1 3 

WAVEGUIDE 

TYPE: RG.48 U RG 52 U 

EUNGE fyPf: UG 53 U UG 39 U 

PRICE: SSO-00 S50.00 
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MODEL914A 

MOVING LOADS 

Mode* S9MA Mode/ X9/4A 
ERfQLTENCr RANGE 

U : 2.60 - 3.95 a. 20 12,40 
WAVEGUIDE 

SHE in. 2xV& 1 x% 

PRICE. SI 0000 S5U0Q 

All prkes f .o.b, Palo Atte, California 
doe a subject to change wiinout notice 
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